[Use of epicardial leads for transvenous pacing lead insufficiency with venous thrombosis: a case report].
Recent progress in the electrode tip to prevent dislodgement makes difficult to extract itself in some patients. And when multiple leads are placed through a transvenous route, more frequent occurrence of venous thrombosis is easily suspected. We experienced a case of transvenous lead insufficiency with venous thrombosis. In this patient, two of unextractable transvenous leads were already placed, and venous thrombosis was detected by venography, so we implanted the new epicardial leads instead. In case of long-term placement of transvenous leads, especially when multiple, the possibility of venous thrombosis is ever thought, and the use of the extractable leads or anticoagulant therapy is recommended.